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a b s t r a c t
Accurate material models and associated parameters of atherosclerotic plaques are crucial for reliable
biomechanical plaque prediction models. These biomechanical models have the potential to increase our
understanding of plaque progression and failure, possibly improving risk assessment of plaque rupture,
which is the main cause of ischaemic strokes and myocardial infarction. However, experimental
biomechanical data on atherosclerotic plaque tissue is scarce and shows a high variability. In addition,
most of the biomechanical models assume isotropic behaviour of plaque tissue, which is a general over-
simplification. This review discusses the past and the current literature that focus on mechanical
properties of plaque derived from compression experiments, using unconfined compression, micro-
indentation or nano-indentation. Results will be discussed and the techniques will be mutually
compared. Thereafter, an in-house developed indentation method combined with an inverse finite
element method is introduced, allowing analysis of the local anisotropic mechanical properties of
atherosclerotic plaques. The advantages and limitations of this method will be evaluated and compared
to other methods reported in literature.
& 2014 Elsevier Ltd. All rights reserved.
1. Introduction
Atherosclerosis is a disorder of the arterial wall. The vessel wall
is invaded by lipids and inflammatory cells that can eventually
lead to formation of an atherosclerotic plaque. Some of these
plaques develop into plaques that are vulnerable for plaque
rupture. Such a vulnerable plaque consists of inflammatory cells,
a lipid rich necrotic core, intra-plaque haemorrhage, and a thin
fibrous cap separating the thrombogenic lipid core from the
bloodstream (Schaar et al., 2004; Stary et al., 1992). In case of
rupture of the thin fibrous cap, the lipid core comes into contact
with the blood, causing luminal thrombus formation. This throm-
bus may cause a blockage in the vessels distal to the plaque. This is
the major cause of ischaemic stroke and myocardial infarction
(Sakakura et al., 2013).
Current methods to assess plaque rupture risk are mostly based
on general risk factors (age, hypertension, and familial arterial
diseases), and on geometrical plaque features (stenosis degree,
intima-media thickness, and irregular, ulcerated plaque morphol-
ogy) (Naghavi, 2010). It has been shown that these risk factors are
insufficient for predicting future plaque rupture events. A reliable
computational model to predict cap rupture may, therefore, add to
the diagnosis and treatment of atherosclerotic plaques. Since
fibrous cap rupture occurs when the stresses in the cap exceed
the strength of the cap, biomechanical plaque modelling has the
potential to improve risk assessment of plaque rupture (Sadat
et al., 2011; Salunke and Topoleski, 1997). Biomechanical plaque
studies have revealed that patient-specific plaque models can
accurately predict local stress peaks and rupture locations
(Akyildiz et al., 2011, this issue; Gillard, 2007; Loree et al., 1992,
1994; Nieuwstadt et al., in press; Speelman et al., 2011; Tang et al.,
2005, 2009). However, the stress results from these biomechanical
models strongly depend on the material models and the para-
meters used (Akyildiz et al., 2011; Williamson et al., 2003).
Determining the mechanical behaviour of the different plaque
components is, therefore, a necessity.
Mechanical characterisation of plaque tissue is frequently done
using (uni-)axial tensile tests (Lawlor et al., 2011; Maher et al., 2009),
which is discussed by Walsh et al. (this issue) in this special issue.
Although plaque tissue in vivo experiences circumferential stretching
during blood pressure pulsation, the tissue is also radially com-
pressed during this pulsation. Therefore, also compression tests are
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physiologically relevant to determine the mechanical behaviour of
plaque tissue.
The aim of this review paper is to give an overview of the
methods used in literature to measure mechanical properties of
atherosclerotic plaque tissue using compression experiments. In
literature, studies were identified in which the compressive
properties of human, porcine or murine plaques were tested,
harvested from the aorta, iliac, femoral, or carotid arteries. Plaque
tissue was tested using unconfined compression, micro-indenta-
tion, or nano-indentation. The results from the different studies
and testing techniques will be compared. The advantages and
disadvantages of each technique will be discussed. In case the
stiffness data was presented non-conventionally, representative
figures from the papers were digitised and used to fit a neo-
Hookean material model and to extract tangential stiffness values.
After a summary of the literature on compressive plaque
properties, an in-house developed micro-indentation test will be
presented for the characterisation of anisotropic properties of
plaque tissue. The relevance and limitations of this method will
be discussed.
2. Compressive properties of plaque tissue
2.1. Unconfined compression
Unconfined compression tests are one of the most popular
methods to determine mechanical behaviour of materials. The
samples are mounted between two metal plates, of which the top
plate is stationary and attached to a load measuring device.
Generally, during unconfined compression, the tested tissue is
smaller in size than the compression plates. The bottom plate can
be raised and lowered with a pre-set speed to pre-set positions.
Both displacement and force can be used as loading conditions.
With unconfined compression tests, compressive mechanical pla-
que properties can be determined at large, physiologically relevant
strain. It is a relatively straightforward test that allows both static
and dynamic loading conditions. Using static loading conditions,
material stiffness can be determined, while frequency-dependent
dynamic characteristics can be identified using cyclic unconfined
compression loading conditions at different frequencies.
2.1.1. Human aortic plaques
Lee et al. (1991) evaluated radial compressive plaque proper-
ties, by compressing 27 fibrous caps from 14 abdominal aorta
plaques using a 7 mm diameter cylindrical steel plate. Caps were
classified as cellular (n¼7), hypo-cellular (n¼9), or calcified
(n¼11) based on histological examination. The tests were con-
ducted at room temperature within 16 h of patient death. The
dynamic stiffness of the test samples (thickness 1.170.2 mm) was
evaluated by applying a static compressive stress of 9.3 kPa in the
radial direction first and, after a resting period to reach static
equilibrium, a dynamic stress with an amplitude of 0.5 kPa at
different frequencies afterwards. Stiffness values increased with
increasing frequency; however, the change was less than 10%
between 0.5 and 2 Hz. As the stiffness was determined at a fixed
load, the samples were subjected to different compression levels
(1776% for cellular, 771% for hypo-cellular, and 1.270.2% for
calcified samples). The dynamic stiffness was 5107220 kPa for
cellular, 9007220 kPa for hypo-cellular and 2.271.0 MPa for
calcified samples.
The same group studied the relation between compressive
mechanical properties and intravascular ultrasound classification
of aortic plaques, with a static measurement protocol, using the
same set-up (Lee et al., 1992). An initial compressive stress of
4.0 kPa was applied until a static equilibrium was reached.
Thereafter, the compressive stress was increased up to 12 kPa.
Strain and creep-times were recorded for this step and a stiffness
modulus was determined. The compression strain was 24711%
for non-fibrous caps, 1175% for fibrous caps and 372% for calcified
caps. Creep times varied from 20 min for calcified samples, 50 min
for fibrous samples, and 80 min for non-fibrous samples. Non-
fibrous samples had a stiffness modulus of 41718 kPa. The stiffness
modulus for fibrous and calcified caps was 82733 kPa and
3557245 kPa, respectively.
Although the static loading stress was not equal in both studies
(9.3 kPa versus 8 kPa), the strain levels were comparable for the
plaque samples. However, the reported static stiffness values were
about one order lower compared to the reported dynamic stiffness
values. Lee et al. (1992) suggested that these differences may be
attributed to the non-elastic mechanical behaviour of the tissue, as
a different loading stress was applied in both studies (9.370.5 kPa
versus 8 kPa). Additionally, visco-elastic behaviour of the cap may
play a role in the dynamic stiffness results. This is supported by the
relatively long creep-times, which were reported by Lee et al.
(1992).
Walraevens et al. (2008) used unconfined compression to test
the compressive mechanical properties of atherosclerotic calcified
human aortas (n¼19), obtained from aneurysm repair surgeries.
The aortas were cut into 10 mm10 mm strips, with an average
thickness of 1.8470.28 mm. The aortas were tested at room
temperature using an impermeable pounder with a diameter of
6 mm. The E-moduli obtained at 10% strain were 3217258 kPa for
calcified human plaques, which was similar to the calcified
samples from Lee et al. (1992), although the amount of compres-
sion was different (10% versus 3 72%).
2.1.2. Human iliac and femoral plaques
Topoleski et al. (1997) investigated radial compressive behaviour
of aortoiliac plaques by quasi-static compressing samples at 37 1C
using parallel flat acrylic fixtures (6.35 mm in radius) (Topoleski
et al., 1997; Topoleski and Salunke, 2000). Non-ulcerated lesions
(n¼24) were obtained from 6 autopsies and stripped from the
remaining vessel wall. The samples (5 mm5 mm, 2.470.7 mm
thickness) underwent two 15-cycle loading phases up to 350 kPa
with a 10–15 min unloaded rest period in between. Three types of
plaques were identified based on histological features, which all
showed a distinct mechanical behaviour in terms of repeatability and
recoverability. The maximum compressive strain at 350 kPa loading
stress was 70711% for atheromatous samples, 5479% for fibrous
samples, and 1479% for calcified samples. Tangential stiffness values
were extracted from the representative curves. Atheromatous sam-
ples showed the most compliant response (stiffness o10 kPa for
compression values up to 25%). Fibrous samples were stiffer; how-
ever, much softer than calcified samples (o10 kPa versus 830 kPa at
5% compression and 85 kPa versus 13 MPa at 20% compression).
Using the same approach, Salunke et al. (2001) investigated the
compressive stress–relaxation behaviour of aortoiliac plaques in
radial direction. Atherosclerotic plaques (5 calcified, 7 fibrous, and
6 atheromatous samples) were obtained post-mortem. After two
15-cycle preconditioning phases, the samples (5 mm5 mm,
1.570.7 mm thickness) were subjected to three stress–relaxation
phases, with 25% compression within 1 s between 16 mm dia-
meter parallel plates. Stiffness values were determined from
representative curves. Fibrous plaques and calcified plaques
showed similar stiffness values (100 kPa versus 70 kPa at 5%
compression and 900 versus 1000 kPa at 20% compression), while
atheromatous tissue had a lower average stiffness (25 kPa at 5%
compression and 100 kPa at 20% compression). Compared to
Topoleski et al. (1997), the dynamic stiffness of fibrous and
atheromatous plaque tissue was higher than the static stiffness,
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while calcified tissue had a lower dynamic stiffness. The non-
elastic behaviour of the plaque tissue may have caused differences
between quasi-static and dynamic experiments. This is supported
by the differences found in relaxation behaviour for the various
plaques types. Although none of the plaques were completely
recovered after 10 min, atheromatous plaques clearly showed a
different response compared to fibrous and calcified samples.
2.1.3. Human carotid plaques
Maher et al. (2009) performed unconfined compression tests in
radial direction on carotid artery plaque sections (4 mm in
diameter). Plaque samples (n¼44 from 11 patients) were classified
as calcified (n¼16), echolucent (n¼5), and mixed (n¼23) based
on ultrasound imaging and were loaded up to 60% compression
with a rate of 1% per second. Significant variation was found in the
compressive behaviour between and within patients. Calcified
samples showed the stiffest response with an average tangential
stiffness of 140 kPa at 5% compression and 2300 kPa at 20%
compression. The echolucent and mixed samples showed softer
average stiffness with 20 and 20 kPa at 5% compression and 100
and 330 kPa at 20% compression, respectively.
The same group evaluated the inelastic behaviour of carotid
plaques using dynamic cyclic compressive tests at room tempera-
ture (Maher et al., 2011). Tests were conducted using 21 samples
from 8 patients. Also here ultrasound was used to classify the
samples as calcified (n¼8), echolucent (n¼5), and mixed (n¼8).
The samples were loaded and unloaded at a rate of 5% per second,
with 5 consecutive loading cycles at levels of 10%, 20%, 30%, 40%,
and 50% strain. Corresponding to Maher et al. (2009), the calcified
plaques were on average the stiffest plaque type (2.7 MPa at 50%
compression) while the echolucent plaques were the softest
(1.4 MPa at 50% compression). The mixed samples showed an
intermediate stiffness (2.1 MPa at 50% compression). For all plaque
samples, permanent deformation was observed, which increased
with the applied strain level. The magnitude of the permanent
deformations occurring during unloading of the plaque was
similar for all plaque types.
2.2. Micro-indentation
Micro-indentation tests can be used for measuring more local
material stiffness of relatively small and inhomogeneous material.
The indenters used in micro-indentation testing systems are
relatively small compared to the tested tissue. Due to the shape
of the indenter and variation in tissue thickness, tissue stiffness
cannot be directly derived from the force–depth curves. Numerical
simulations are necessary to extract the mechanical properties
from the force–depth curves using an inverse approach. The
experimental curves are fitted to the curves of the numerical
simulation of the indentation to determine the tissue stiffness.
2.2.1. Human carotid plaques
Barrett et al. (2009) measured mechanical properties of carotid
atherosclerotic plaque caps using a micro-indentation device.
A spherical indenter with a diameter of 1 mm was used to study
the quasi-static radial compressive properties of fibrous caps
(thickness 0.25–0.75 mm) dissected from carotid artery plaques,
within 3 h after surgery. Indentations were carried out until either
a force of 0.2 N was reached, or when an indentation depth of
0.5 mm was exceeded. Tangential stiffness values were deter-
mined with an inverse finite element model and ranged from 21
to 300 kPa (median of 33 kPa at 5–20% compression).
In a recent study, the local mechanical properties of carotid
atherosclerotic plaque tissue were characterised in the axial
direction (Chai et al., 2013). Micro-indentations were performed
with a 2 mm diameter spherical indenter on 8 human carotid
plaques on 200 mm thick axial cross-sections. The plaques were
snap-frozen directly after carotid endarterectomy and stored at
80 1C until further processing. In total, 214 locations were tested
in the middle of the fibrous cap (n¼43), shoulder of the cap
(n¼61), intima (n¼90), or lipid rich necrotic core (n¼20). Using
an inverted confocal microscope, local collagen architecture was
determined for all locations. The obtained force-response of up to
30% indentation was fitted to simulated data generated from a
computational finite element model. Isotropic neo-Hookean beha-
viour and homogeneity of the tested plaque tissue were assumed.
The obtained Young0s moduli ranged from 6 kPa to 891 kPa
(median of 30 kPa) at 30% compression, which was similar to the
data obtained by Barrett et al. (2009). Due to considerable
variation per location, no significant differences could be identified
between the middle of the fibrous cap, the shoulder cap regions,
and the intima locations. Also, no significant differences were
found between the Young0s moduli of structured and unstructured
collagen architectures. This suggests that for the entire diseased
intima the axial compressive mechanical properties can be mod-
elled as homogenous, although the large variation indicates that
measurement uncertainties need to be taken into account in
further analyses.
2.3. Nano-indentation
Even within the different plaque components the tissue is
highly heterogeneous, which means that even micro-indentation
might be insufficient to detect local difference in mechanical
properties. To address this issue, nano-indentation can be applied.
One possible method to apply nano-indentation is the use of an
atomic force microscope (AFM). It is a very high resolution type of
scanning probe microscope that can be used to measure how
much force is required to push the micrometre indenter into the
tissue. AFM is generally used to scan a tissue surface to produce
images that reflect the forces that are experienced by the indenter.
Additionally, it can be used to perform very local force-indentation
measurements, to obtain the mechanical characteristics of the
tissue. Generally, only very small displacements can be applied
using this technique.
2.3.1. Human carotid plaques
Ebenstein et al. (2009) tested fresh (n¼5) and frozen (n¼5)
human carotid plaques using nano-indentation. The tissue was
classified based on Fourier transform infrared (FTIR) spectroscopy
to distinguish different plaque components. The plaque compo-
nents were indented using a conospherical diamond probe tip
with a diameter of 200 mm. The applied peak loads were between
10 to 600 mN, with a maximum indentation depth of 5 mm. In total
377 indentations were performed, 34 at haematoma, 172 at
fibrous, 72 at partially calcified, and 99 at calcified locations. The
resulting Young0s moduli for the samples were 2307210 kPa for
haematoma, 2707150 kPa for fibrous tissue, 2.175.4 MPa for
partially calcified fibrous tissue, and 0.772.3 GPa for calcified
tissue. Due to the limited indentation depth only properties at the
low strain region were obtained, without capturing the non-linear
material behaviour at higher strains. There was no significant
difference between frozen and fresh plaques, suggesting that freezing
the tissue at 20 1C does not change the mechanical properties.
Besides human atherosclerotic tissue, also murine aortic pla-
ques were tested using an AFM to characterise mechanical plaque
properties (Hayenga et al., 2011; Tracqui et al., 2011). Tracqui et al.
(2011) differentiated between cellular fibrotic (mean Young0s
modulus of 1076 kPa), hypo-cellular fibrous cap (mean Young0s
modulus of 59747 kPa), and lipid rich regions (mean Young0s
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modulus of 674 kPa), based on histology. The results from Tracqui
et al. (2011) and Hayenga et al. (2011) were very similar; however,
it is unclear how stiffness results of murine plaques translate to
stiffness data of human plaques. However, nano-indentation may
prove to be a useful tool for mechanical characterisation of thin
caps of human atherosclerotic plaques.
2.4. Discussion of the compression techniques
Different techniques to measure the compressive mechanical
properties of plaque tissue have been reviewed. Advantages and
disadvantages of each technique were discussed in this paper.
Depending on the application of the obtained results, one should
use the appropriate technique.
Unconfined compression is a widely available method, which
can be used for static and dynamic testing, providing global
stiffness and relaxation data. As plaque tissue is generally highly
heterogeneous, the use of large indenter plates does not allow a
very accurate classification of the tested tissue. Therefore, only
global tissue classifications (non-fibrous, fibrous, or calcified) are
possible, resulting in a large variation in reported mechanical
properties within each classification group. As pointed out by
Ebenstein et al. (2009), even for the single classification ‘calcified
plaque’, there are different gradations of calcification, depending
on the degree of mineralisation of the tissue. This might explain
why overlap is often found in the mechanical properties of fibrous
and calcified testing locations.
Micro-indentation techniques combine physiologically relevant
strains with indenters with an appropriate size to perform local
measurements and, therefore, seem to be a good candidate for
determining local mechanical properties of atherosclerotic plaque
tissue. Besides dedicated hardware, this method requires an inverse
finite element analysis to reconstruct stiffness data from the measured
force–indentation depth data. To achieve the most reproducible and
accurate results with micro-indentation, the tested material under the
indenter should be homogeneous. In Chai et al. (2013), the plaque
tissue was cut into 200 mm thin slices to obtain sections as homo-
geneous as possible in thickness. However, since cutting the plaque
tissue disrupts the local collagen fibres, which play an important role
as the load-bearing structures of tissue, the resulting mechanical
properties may be affected by this approach. Since plaque tissue is
very heterogeneous, local measurements are relevant and testing
locations away from tissue edges or damaged locations might have
only a minimal influence. Barrett et al. (2009) isolated atherosclerotic
plaque caps from the underlying tissue, which is a difficult and
laborious procedure and likely produces a bias towards thicker fibrous
caps. The caps tested by Barrett et al. (2009) were between 250 and
750 mm thick. Kolodgie et al. (2001) concluded that for coronary
arteries unstable plaques show fibrous cap thicknesses of o65 mm.
Redgrave et al. (2008) found that the critical cap thickness for carotid
arteries was o200 mm. Besides the fact that handling of these thin
caps may be very challenging, the spherical micro-indenters with
diameters of 1 mm or 2 mm are likely to be too large for these caps.
Nano-indentation enables stiffness characterisation of indivi-
dual collagen fibres and cells, but generally at small strains.
Reconstructing the measured data from nano-indentation into
mechanical stiffness data is quite complex, as advanced contact
algorithms are required due to the small size of the indenter.
Extrapolating nano-indentation results to a more macroscopic
plaque component material behaviour for biomechanical model-
ling is not trivial, as also volume fractions and interactions
between components need to be known. Nevertheless, nano-
indentation may provide valuable data for multi-scale biomecha-
nical modelling. Moreover, nano-indentation might be more
appropriate for very thin caps, since it can be applied on tissue
as thin as 16 mm, as shown by Tracqui et al. (2011).
However, nano-indentation can only be performed at limited
indentation depths, and may, therefore, not be able to measure at
physiological strains, depending on the thickness of the tested
tissue. If the measurements are only performed at low strain, the
non-linear mechanical behaviour of the plaque tissue may not be
captured. Measuring at small strains might lead to underestima-
tion of the stiffness of the tissue, as the collagenous fibrous plaque
tissue often displays significant strain-stiffening. This can be
clearly seen in the stiffness results from the unconfined compres-
sion studies indicated in Table 1 (Maher et al., 2009, 2011; Salunke
et al., 2001; Topoleski et al., 1997). In all cases, the samples are
stiffer at higher strain values. On the other hand, micro-indentation
Table 1
Results of the studies treating human atherosclerotic tissue.
Authors (Year) Artery Testing Method Sample type Compression Stiffness
Lee et al. (1991) Aorta Unconfined compression (dynamic) Cellular 1776% 5107220 kPa
Hypocellular 771% 9007200 kPa
Calcified 1.270.2% 2.271.0 MPa
Lee et al. (1992) Aorta Unconfined compression (static) Non-fibrous 24711% 41718 kPa
Fibrous 1175% 82733 kPa
Calcified 372% 3557245 kPa
Walraevens et al. (2008) Aorta Unconfined compression (static) Calcified 10% 3217258 kPa
Topoleski et al. (1997) Aortoiliac Unconfined compression (static) Atheromatous 70711% o10 kPa
Fibrous 5479% o10 kPa (5%); 85 kPa (20%)
Calcified 1479% 830 kPa (5%); 13 MPa (20%)
Salunke et al. (2001) Aortoiliac Unconfined compression (dynamic) Atheromatous 25% 25 kPa (5%); 100 kPa (20%)
Fibrous 25% 100 kPa (5%); 900 kPa (20%)
Calcified 25% 70 kPa (5%); 1.0 MPa (20%)
Maher et al. (2009) Carotid Unconfined compression (static) Echolucent 60% 20 kPa (5%); 100 kPa (20%)
Mixed 60% 20 kPa (5%); 330 kPa (20%)
Calcified 60% 140 kPa (5%); 2.3 MPa (20%)
Maher et al. (2011) Carotid Unconfined compression (dynamic) Echolucent 10–50% 189 kPa (20%) 1.4 MPa (50%)
Mixed 10–50% 105 kPa (20%) 2.7 MPa (50%)
Calcified 10–50% 147 kPa (20%) 2.1 MPa (50%)
Barrett et al. (2009) Carotid Micro-Indentation Fibrous cap 5–20% 33 (21300) kPa
Chai et al. (2013) Carotid Micro-Indentation Intima 30% 30 (6891) kPa
Ebenstein et al. (2009) Carotid Nano-indentation Haematoma o5 mm 2307210 kPa
Fibrous o5 mm 2707150 kPa
Calcified/fibrous o5 mm 2.175.4 MPa
Calcified o5 mm 0.772.3 GPa
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experiments of Chai et al. (2013) and Barrett et al. (2009) did not
show a clear non-linear behaviour, while in these studies also
physiological strains were applied.
In all the studies evaluated here, a lot of variation in testing
protocol can be observed (Table 2). Although the mechanical tests
are preferably performed on fresh tissue, at body temperature
(37 1C), with an appropriate preconditioning protocol, not all
studies are performed under these conditions. Additionally, differ-
ences in loading protocol are apparent. Most of the studies found
in literature performed static or quasi-static measurements
(Barrett et al., 2009; Chai et al., 2013; Ebenstein et al., 2009; Lee
et al., 1992; Maher et al., 2009; Topoleski et al., 1997; Walraevens
et al., 2008), avoiding dynamic effects caused by inelasticity.
Measuring at slow testing rates might allow tissue components
to fully adjust to the applied loads. In other studies, dynamic
loading conditions were applied to obtain inelastic and recover-
ability parameters (Lee et al., 1991; Maher et al., 2011; Salunke
et al., 2001). High testing rates and cyclic tests with high
frequencies does not allow the tissue to fully respond, possibly
causing less deformation and consequently higher stiffness results.
This might explain the results found by Lee et al. (1991) where the
dynamic stiffness was found to be higher than the static stiffness.
In general, the stiffness values between static and dynamic
mechanical studies were very different. This might be, as men-
tioned by Lee et al. (1991), attributed to visco-elastic and poro-
elastic behaviour of the tissue, which may be different for different
plaque components. Topoleski et al. (1997) applied quasi-static
unconfined compression and obtained stiffness data ranging from
10 kPa (atheromatous plaques) to 13 MPa (calcified plaques). The
same group (Salunke et al., 2001) used the same set-up and
obtained dynamic stiffness results ranging between 100 kPa and
1000 kPa (20% compression). For atheromatous and fibrous tissue,
the dynamic stiffness was higher than the static stiffness, although
for calcified tissue the static results were stiffer than the dynamic
results. It should be noted that the data from all studies showed a
large variability. This is partly caused by the different techniques,
but also by the high natural variability in mechanical behaviour
of the tested samples. An accurate classification of the tissue could
be beneficial for the interpretation of the results from different
studies and might reduce the variability within the studies. A
better classification method might, for example, be based on
Fourier transform infrared spectroscopy, as previously used by
Ebenstein et al. (2009). Investigating the dynamic mechanical
behaviour of plaque tissue is certainly relevant since the cardio-
vascular system is a dynamic system which also applies hemody-
namic loads on atherosclerotic plaques and causes dynamic
responses of the tissue.
Due to the large variation of the stiffness results in all studies, it
is impossible to draw definite conclusions on the differences in
mechanical behaviour of plaques from different vascular locations.
Even for plaques originating from the same vascular territory, but
tested with different compression protocols, results cannot be
compared directly. On average, micro-indentation results of car-
otid plaques (Barrett et al., 2009; Chai et al., 2013) showed much
lower stiffness values than results from unconfined compression
of plaques from the same territory (Maher et al., 2009), although
Table 2
Details of the studies treating human atherosclerotic tissue.
Authors
(Year)
Artery Testing
method
Test
direction
Number
of
patients
Number of samples and
description in the study
Sample size Testing
temperature
Testing time Preconditioning
Lee et al.
(1991)
Aorta Unconfined
Compression
(dynamic)
Radial 14 27 fibrous caps (7 cellular,
9 hypocellular, 11 calcified)
Z4.5 mm in
Radius
Room
temperature
Within 16 h after
death
Allowed to creep
for 30 min
Lee et al.
(1992)
Aorta Unconfined
Compression
(static)
Radial 22 43 atheroma caps (18 fibrous, 14
nonfibrous, 11 calcified)
Z4.5 mm in
Radius
Room
temperature
NF Allowed to creep
and creep times
were reported.
Walraevens
et al.
(2008)
Aorta Unconfined
Compression
(static)
Radial 19 19 samples 10 mm10 mm
Cylindrical
pounder 6 mm
diameter
Room
temperature
Within 5 h after
aortic repair
surgery
no
Topoleski
et al.
(1997)
Aortoiliac Unconfined
Compression
(static)
Radial 6 24 Samples from non-ulcerated
lesions
5 mm5 mm
Fixtures with
6.35 mm radius
37 1C Within 12–48 h
after death
Repeatability
and
recoverability
experiments
Salunke
et al.
(2001)
Aortoiliac Unconfined
Compression
(dynamic)
Radial NF 18 Samples from non-ulcerated
lesions (5 calcified, 7 fibrous,
6 atheromatous)
5 mm5 mm
Plates with
16 mm diameter
37 1C Within 12–48 h
after death
Repeatability
and
recoverability
experiments
Maher et al.
(2009)
Carotid Unconfined
Compression
(static)
Radial 11 44 Plaque samples (16 calcified,
5 echolucent, 23 mixed)
4 mm in
Diameter
NF Within 2 h after
endarterectomy
10 Times up to
10% strain
Maher et al.
(2011)
Carotid Unconfined
Compression
(dynamic)
Radial 8 21 Plaque samples (8 calcified,
5 echolucent, 8 mixed)
4 mm in
Diameter
Room
temperature
Within 2 h after
endarterectomy
Repeatability
and
recoverability
experiments
Barrett et al.
(2009)
Carotid Micro-
Indentation
Radial 8 8 plaques Indenter radius
0.5 mm
NF Within 3 h after
endarterectomy
NF
Chai et al.
(2013)
Carotid Micro-
Indentation
Axial 8 6–13 Slices per plaque, 214
locations in total (43 fibrous
cap, 61 plaque shoulder, 90
intima, 20 necrotic core)
Indenter radius
1 mm
Room
temperature
Snapfrozen
directly after
endarterectomy
Storage time
unknown
2
Preconditioning
cycles
Ebenstein
et al.
(2009)
Carotid Nano-
indentation
Radial 10 377 Locations (34 hematoma,
172 fibrous, 72 partially
calcified, 99 calcified locations)
Conospherical
indenter
diameter
200 mm
Room
temperature
5 Samples stored
at 20 1C
NF
5 Samples fresh
o24 h
NF: not found.
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overlap exists in the testing results. If unconfined compression
tests are dominated by relative stiff inclusions in the tested tissue,
this may explain why the local micro-indentation tests results in
lower stiffness values on average, with values closer to the
unconfined compression stiffness values for calcified inclusions.
Since differences in testing approach also leads to differences in
mechanical stiffness results, it is important to put the results from
these studies in the correct perspective. The application (multi-
scale modelling, macroscopic plaque modelling, and stiffness
comparison for different plaque types or location) should deter-
mine which type of testing system and protocol is most applicable.
In the reviewed experimental studies, the most occurring
compression direction is radial, except for Chai et al. (2013), where
the compression direction was axial. Indentation in the radial
direction is a more physiologically relevant loading condition, as
plaque tissue is mostly compressed in this direction and stretched
circumferentially. The expected anisotropy of the tissue suggests
that testing the stiffness of plaque tissue in different directions
will lead to different results (Holzapfel et al., 2004). However, in
Chai et al. (2013) a small set of longitudinal samples was also
tested and the circumferential compressive stiffness results were
comparable to the axial results.
A major limitation of the three presented measurements
techniques is the fact that only isotropic behaviour can be
determined from the measurement data. Given the high collagen
fibre content and alignment in the plaque, the assumption of
isotropic behaviour is likely not valid. In the next section, a
method based on micro-indentation is presented that can be
applied to determine anisotropic material behaviour of athero-
sclerotic plaque tissue.
3. Local anisotropic behaviour of human carotid plaques
In this section, an in-house developed micro-indentation test
setup (Vaenkatesan et al., 2006) is introduced that can be used to
perform mechanical testing on soft tissue and allows the analysis
of the anisotropic mechanical behaviour (Cox et al., 2008). With
this set-up, anisotropic material properties were previously
derived of tissue-engineered constructs, tissue engineered heart
valves, and bio-artificial muscle tissue (Cox et al., 2006, 2008,
2010). The testing method will be illustrated with data from a
single atherosclerotic carotid plaque sample, which was obtained
during carotid endarterectomy.
3.1. Sample preparation
After carotid endarterectomy, the sample was snap-frozen in
liquid nitrogen and stored at a temperature of 80 1C. In a later
stage, the frozen sample was axially sliced using a cryotome at
20 1C, to obtain 200 μm thick sections at 1 mm intervals (Fig. 1).
Prior to the indentation tests, the sections were thawed and a
fluorescent collagen staining (CNA-35; Nash-Krahn et al., 2006)
was applied overnight at 4 1C. Approval was given by the local
institutional review board and informed consent was obtained
from the patient. A more detailed description of the sample
preparation can be found in Chai et al. (2013).
3.2. Micro-indentation test
For the mechanical testing, the section of the plaque was placed
under the micro-indentation setup. The micro-indentation was
performed in the axial direction of the vessel using a sapphire
spherical indenter with a diameter of 2 mm. The indenter was placed
above an inverted confocal microscope to visualise the collagen
deformation during indentation in the bottom plane of the section.
During the indentation experiment, the force-response, indentation
depth and collagen deformation were recorded. Digital image
correlation (DIC) was applied on the collagen deformation images
using commercially available software (ARAMIS, GmbH, Germany) to
obtain the local displacement field during indentation. From the
displacement field, the local deformations and principal strain
directions were determined. The displacements, local first (εx) and
second (εy) principal strain magnitude and direction of the collagen
fibres were quantified as function of the indentation depth (Fig. 2).
The fibre displacement versus the global stress clearly illustrates the
anisotropic behaviour of the plaque (Fig. 3). The tissue offers much
more resistance in the direction of the fibre alignment whereas
perpendicular to the fibre direction much higher strain occurred
during indentation. More details on the testing protocol can be found
in Chai et al. (2013).
The force-response, the indentation depth, and the quantified
collagen deformation were used as input for an inverse finite
element analysis to determine the in-plane anisotropic behaviour
of the tested tissue.
3.3. Inverse finite element analysis
To represent the indentation test setup for the inverse finite
element analysis (FEA), a three-dimensional computational model
Fig. 1. Sectioning of plaque tissue with a cryotome to create a 200 μm thick slice for mechanical testing.
Reprinted from Chai et al. (2013), Copyright (2013), with permission from Elsevier.
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was generated (Fig. 2). An anisotropic material model, proposed by
Driessen et al. (2008), was applied for the atherosclerotic tissue
τ¼ τmþτf ¼ GmðFFTIÞþ ∑
Nf
i ¼ 1
ϕif ½Ψ if  e
!i
f τm e
!i
f  e
!i
f e
!i
f ð1Þ
here the local collagen structure of the atherosclerotic plaque is
described by splitting the extra stress tensor τ into an isotropic
matrix part τm and an anisotropic fibre part τf. The extracellular
matrix is characterised by τm and modelled as an incompressible
neo-Hookean material, with matrix shear modulus Gm. F is the
deformation tensor and I the unity tensor. The anisotropic part τf
represents the collagen fibres in the tissue with e!f the current
fibre direction, ψf the fibre stress, and Nf the discrete number of
fibres. The volume fraction of fibres ϕif is modelled with a periodic
Gaussian distribution, as shown in the following equation:
ϕif ðγiÞ ¼ Aexp
cos ½2ðγiαÞþ1
β
ð2Þ
here γi is the fibre angle and A the scaling factor to make sure that
ϕtot ¼ 1. The main fibre direction is α, and β is the fibre distribution,
both parameters α and β are derived from the confocal images
(Fig. 2). In our test sample, the main fibre direction α was 1011,
which is close to a circumferential orientation. The fibre distribu-
tion β was 0.7 indicating a rather anisotropic distribution, which
matches with the image in Fig. 2.
The fibre stress ψf was modelled based on Holzapfel et al.
(2000), where ψf was described as a function of the fibre stretch λf,
the fibre stiffness k1 and the non-linearity factor k2.
Ψ if ¼ 2k1λ2f ðλ2f 1Þexpðk2 ðλ2f 1Þ2Þ ð3Þ
The fibre stretch λf is derived from the digital image correlation
(DIC), while k1 and k2 are output parameters from the inverse FEA,
together with the matrix shear modulus Gm. For the inverse FEA,
an iterative mixed experimental-computational approach based
on the method by Cox et al. (2006) and Meuwissen et al. (1998)
was applied. The difference between experimental measurements
and the simulated data obtained from the FEA was minimised by
applying a Gaussian-Newton minimisation algorithm. For our test
sample, the matrix stiffness Gm reached the lower limit of 1.0 kPa,
while the fibre stiffness k1 was determined as 16.3 kPa. The non-
linearity factor k2 was 0.8. The tested sample showed a very
anisotropic material (Fig. 3) with a non-linear behaviour and a
relative low fibre stiffness, compared to reported values (Table 1).
Future anisotropic characterisation of plaque tissue will provide
insight in the values and variation of the mechanical properties of
human atherosclerotic tissue. For more information on the DIC and
inverse finite element analysis, see Cox et al. (2006, 2008).
Fig. 4 shows the experimental and simulated data for our test
sample with the optimal material parameters. The simulated data
corresponded very well to the experimental data, indicating that
the proposed material model accurately describes the mechanical
behaviour of the tested tissue. Future studies will show if this
material model also appropriately characterises atherosclerotic
plaque tissue in general.
Fig. 2. Flowchart depicting the input and output parameters of the inverse finite
element analysis. From the indentation experiment the force–depth curves were
obtained. Confocal imaging of the collagen structure of atherosclerotic plaque
tissue during indentation allows digital image correlation (black arrows indicate
the deformation) to derive the principal strains. From the confocal images also the
fibre main angle and fibre dispersion were obtained. This data was used as input for
the inverse FEA to infer matrix shear modulus Gm, fibre stiffness k1, and non-
linearity factor k2.
Fig. 3. The diagram shows the global stress against the collagen fibre displace-
ment: λx fibre stretch: λy displacement perpendicular to fibre alignment. It shows
again highly anisotropic behaviour of the tissue. The resistance in the direction of
the fibres is much higher, whereas much higher strain appears perpendicular to the
fibre direction.
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3.4. Discussion
The combination of an indentation test with a confocal microscope
does not only enable the measurement of indentation force and depth,
but also the visualisation of collagen fibre deformation, perpendicular
to the indentation direction. From this, anisotropic mechanical data
can be extracted that is representative for the extensional properties in
the plane perpendicular to the indentation direction at finite strains.
Information on anisotropic material parameters may improve the
accuracy and reliability of biomechanical plaque models and, addi-
tionally, the risk assessment of plaque rupture.
In this paper, material parameters of a single atherosclerotic
carotid plaque sample were presented, revealing highly anisotro-
pic mechanical behaviour of the plaque. Confocal microscopy
confirmed a high alignment of collagen fibres. The global stress–
strain behaviour showed that the highest strain occurred perpen-
dicular to the main fibre direction and that tissue stretch in the
fibre direction was much smaller. More atherosclerotic plaque
samples need to be tested to fully evaluate the anisotropic
mechanical behaviour of carotid plaque tissue.
In the in vivo situation, the blood vessel experiences global
blood pressure in the radial direction, with circumferential (and
axial) stretching and radial compression of the vessel wall. The
used indentation technique applies a local compressive force in
axial direction, resulting in local circumferential and radial stretch-
ing of the tissue. Computer simulations have shown that the level
of circumferential stretch in this study corresponds to the level of
stretch in the physiological situation. As the collagen fibres are the
major load-bearing structures in the wall, mainly oriented in the
circumferential direction, the indentation technique evaluates the
mechanical properties of the collagen fibres in the most relevant
direction. Additionally, by testing relatively thin slices in axial
direction it was strived to test a slice of homogeneous material
over the thickness. Also, these thin slices enable the assumption of
a uniform fibre distribution throughout the slice thickness,
required for the inverse finite element analysis. On the other
hand, the slicing may also disrupt the coherence in the collagen
fibre architecture. Since the collagen fibres are the load-bearing
structure of the blood vessel, this might have an impact on the
mechanical properties.
Another factor that can affect the collagen structure is the axial
in vivo pre-stretch. On average, arteries are under 30% pre-stretch
(Schulze-Bauer et al., 2003; Humphrey et al., 2009; van der Horst
et al., 2012), likely resulting in a more axial collagen distribution
than the stretch free samples tested with the indentation test. This
altered collagen distribution may have an effect on the macro-
scopic stiffness results as determined with the inverse finite
element analysis. Accounting for the axial pre-stretch in the
inverse finite element analysis may give more insight in the effect
of this pre-stretch on the mechanical behaviour of the tissue.
The studied plaque tissue was frozen and stored due to
logistical reasons. The collagen fibres might be damaged due to
the freezing process. However, ice-crystal formation was mini-
mised by snap-freezing the tissue in liquid nitrogen after endar-
terectomy. The confocal images, histological images, and light
microscopy evaluation did not show any tissue damage due to
ice-crystal formation. Additionally, Ebenstein et al. (2009) con-
cluded that there were no differences in mechanical behaviour
between fresh and frozen plaque samples.
4. Main conclusions
Mechanical testing of atherosclerotic plaque tissue involves several
difficulties. Depending on the required information, more global or
local measurements can be applied. Global mechanical properties of
plaque tissue have been characterised using unconfined compression,
tensile, or inflation tests. These tests rely on (intact) blood vessels
with a significant size. However, atherosclerotic plaque tissue is often
only available in small samples, insufficient for a proper handling and
testing. Testing small-sized plaques with compression, inflation, bi-
axial, or uni-axial tensile tests is rather difficult. Additionally, since
plaque tissue is heterogeneous, consisting of different components, it
can be assumed that its mechanical properties are also heterogeneous.
Tests using a smaller sized indenter allow a more local measurement,
therefore, avoiding the tissue size problem. Nano-indentation tests
allow very local measurements. However, the found studies applying
small micro-meter indenter tips could only test plaque tissue at small
strains. To characterise the mechanical properties of plaque tissue, it is
crucial that mechanical testing is done at physiological strain. Using
micro-indentation, local force-indentation measurements can be per-
formed on relative homogeneous tissue at physiological relevant strain
values. As shown in this review, micro-indentation may also be used
to identify anisotropic material behaviour of plaque tissue. In conclu-
sion, compressive mechanical properties of atherosclerotic plaques can
be determined using unconfined compression (global and dynamic
properties), micro-indentation (local properties) or nano-indentation
(micro level properties). Depending on the desired information, one of
these techniques can be used and the advantages and disadvantages
can be found in this review.
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Fig. 4. For the parameter estimation the indentation force, indentation depth, and the collagen fibre displacement depicted as AI were used as input. These measurements
were fitted to the simulated data from the FE simulations.
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